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STATE OF CALIFORNIA • DEPARTMENT OF TRANSPORTATION
STORMWATER TURBIDITY METER CALIBRATION RECORD
CEM-2056 (NEW 4/2011) 
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Review
I have reviewed this document and, based on my inquiry of the person or persons who manage the system or those persons directly responsible for gathering the information, to the best
of my knowledge and belief, the information submitted is true, accurate, and complete.
Water pollution control manager signature
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